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Compulsory REVISION comments

1

I think the aim of the study is not clear, accordingly to the field organisation of the
nosocomial infection control.

The text gives no data about disinfection policy (between patients or daily).

The samples are organized before disinfection and it seems be normal to observe
micro-organisms after a contact with a patient.....

For no transmission between two patients in a technical sector, it seems be
necessary to organize a systematic disinfection of the nearest dispositive, and to
organize a periodic disinfection of other equipment. But this point neither is
discussed in the text or take into account in method part.

If all these points are not explored, this study could only be used in education of X
ray workers (medical and others) in aim to introduce nosocomial infection control
in the practices.

2

The discussion between public and private seems be without sense, in the absence
of data on disinfection practices and number and type of received patients.

3
The origin of micro organisms is only discussed about staff practices (without data

on local policy of hand disinfection as availability of hand rubs), but non

Corrections have
been made based
on the
recommendations
of the reviewers.
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accordingly to the received patients. A discussion about witch microorganism in
each type of equipment could be useful.

I'm not in accordance about recommendations and

I suggest to the authors to go to the WHO site for more recent and efficient
propositions :
http://www.who.int/patientsafety/information_centre/documents/en/index.html
For example, sodium hypochlorite is bad adapted to the X ray materials and it is
not detergent, and bactericidal soaps are now replace by alcoholic hand rubs,
more efficient, better tolerated, cheaper, and witch are used without water.

The large using of gloves is too a false security means and it should be limited to
the standard precautions.

Minor REVISION comments The tables should be modified :

- Itis no pertinent to give with and without growth, the second being the
complement of the first to the total

- Intable 1 is could be more interesting to calculate the percentage of sample
with growth in the total samples of each sector and not in the total of sample
with growth

Optional /General comments

I think this work could be completed and rewritten in aim to achieve the objective of the
authors. This objective is very important in the nosocomial infection control.
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