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Machine Learning Optimisation for Realistic 2D and 3D
PET-CT Phantom Study

Abstract

An experimental study using artificial neural network (ANN) is carried out
to achieve the optimal network architecture for proposed positron emis-
sion tomography (PET) application. 55 experimental NEMA IEC phantom
datasets acquired under clinically realistic conditions with different 2-D and
3-D acquisitions and image reconstruction parameters along with 2min, 3min
and 4min scan times per bed are used in this study. The best scanner pa-
rameters are determined based on the ANN experimental evaluation of the
proposed datasets. The analysis methodology of phantom PET data has
shown promising results and can successfully classify and quantify malignant
lesions in clinically realistic datasets.

Keywords: Image Analysis, Positron Emission Tomography (PET),
Tumour, Segmentation, Artificial Neural Network.

1. Introduction

Positron emission tomography (PET) is a tomographic technique which
is used to measure physiology and function rather than anatomy by imaging
elements such as carbon, oxygen and nitrogen which have a high abundance
within human body. Among all diagnostic and therapeutic procedures, PET
is unique in the sense that it is based on molecular and pathophysiological
mechanisms and employs radioactively labeled biological molecules as tracers
to study the pathophysiology of the tumour in vivo to direct treatment and
assess response to therapy. The leading current area of clinical use of PET is
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in oncology, where ®F-fluorodeoxyglucose (FDG) remains the most widely
used tracer. It has already had a large valuable effect on cancer staging and
treatment and its use in clinical oncology practice continues to evolve [1, 2.
PET imaging is utilised in the clinical specialities of oncology, cardiology and
neurology.

PET has been mostly used to diagnose and determine treatments effec-
tiveness for tumours in different parts of human body such as lung, breast,
head, neck and heart. In general, malignant cells have higher rates of aerobic
glucose metabolism than healthy cells. As a result, tumours are depicted as
regions of increased intensity. If patient lesions are spread from their original
focus area, a whole body PET scan is performed. The patient is injected
intravenously with FDG and placed in the scanner around 30 minutes up to
2 hours after injection [3, 4]. PET can be also used to monitor cerebral blood
flow and glucose metabolism in diabetic patients [5, 6]. PET is used as well
for staging, assessing residual disease and treatment response for patients
with lymphoma [7, 8].

Analysing the volume data acquired from PET scanner is very important
for different clinical applications including artefact reduction and removal,
tumour quantification in staging, a process which analyses the development
of tumours over time, and to aid in radiotherapy treatment planning [9, 10].
The utilisation of advanced high performance analysis software will be useful
in aiding clinicians in diagnosis and radiotherapy planning. Although the
task of medical volume analysis appears simple, the reality is that an in-depth
knowledge of the anatomy and physiology is required to perform such task on
clinical medical images. Essentially for each slice within a specified volume
the clinical expert determines borders between regions and classifies each
region using transaxial, sagittal and coronal slice information.In addition to
this, identifying the features of small region of interest (ROI) in each slice
and modifying the contrast are often required by the clinical experts. Despite
the potential for lengthy visual analysis and uncertainty in complex cases,
their manual analysis for a typical 3D data-set is considered as the most
reliable and accurate method of medical volume analysis. This is due to the
immense complexity of the human visual system, a system well suited to this
task [11, 12, 13].

Analysing and extracting the proper information from PET volumes can
be performed by utilising software analysis and classification approaches
which provide richer information compared to what can be extracted from
visual interpretation of the PET volumes alone. The need for accurate and



fast analysis approaches of imaging data motivated the exploitation of artifi-
cial intelligence (Al) technologies. Artificial neural network (ANN) is one of
the powerful Al techniques that has the capability to learn from a set of data
and construct weight matrices to represent the learning patterns. ANN can
be defined as an information processing system which contains a small/large
number (according to the design and application) of highly interconnected
processing units called neurons. This system has been inspired by the bio-
logical nervous system. The ANN components work at three levels, firstly
they work together in a distributed manner to learn the input pattern (in-
put information), secondly they coordinate internal processing, and finally
optimise the final output.

In this study a new set of data consisting of 55 NEMA phantom datasets
are used to evaluate multiple scanner parameters from a clinical PET scan-
ner using ANN methodology. The proposed study in this paper is distinct to
the studies published in [14, 15], where competitive neural network (CNN),
learning vector quantisation neural network (LVQNN) as well as Bayesian in-
formation criterion (BIC) were used to assess the optimal number of classes
for each PET dataset. This paper is organised as follows: Section 2 presents
theoretical background for the proposed approach. PET scanner method-
ology and characteristics are presented in section 3, the proposed medical
volume analysis approach is described in section 4. Results and analysis are
illustrated in section 5, and finally the conclusion is highlighted in section 6.

2. Theoretical Background

Feedforward neural network (FFNN) is a mathematical model which em-
ulates the activity of biological neural networks in the human brain. It has
many interconnected group of neurons, each one of them has a number of in-
puts and one output. Those neurons are grouped in a finite number of layers
with different types of connections between layers. The number of neurons
in each layers is selected to be sufficient for solving the problem in question.
Typically the network consists of input layer, a certain number of hidden
layers, and outputs layer. The number of layers is desired to be minimal in
order to decrease the problem solving time. FFNN is a supervised network,
where the stimulus for learning comes from a teacher as the output of the
neuron is compared against the known answer, i.e. the network targets. The
neuron is trained with a representative subset of the processed data plus its
suitable targets and if the training set, architecture, and learning approach
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Figure 1: Abstract model of an artificial neuron [21].

are correct, the network will be able to generalise and solve the required
problem. During the training phase the weights are adapted according to
the discrepancy between the actual and desired output from the neuron in
an attempt to bring the former one in line with the latter one. This stage
is very important to achieve the training objective in term of correlating
the input pattern with the desired targeted response. In other words, the
rule will always converge to weights which accomplish the desired classifica-
tion [16, 17, 18, 19, 20]. In this study the main neural network parameters
have been investigated thoroughly at the beginning to obtain the optimal
neural network architecture. The utilised design has been achieved based on
the experiment done on different parameters as discussed in later sections.

2.1. Mathematical Model of a Neuron

The main element of the neural network is the neuron, which may work
in two modes; the training mode and the evaluation mode. Each neuron in
the network has a number of inputs (the input vector X) and one output
(Y). The input vector elements are multiplied by weights wy 1, w9, ...
W1 , and the weighted values are fed to the summing junction. Their sum
is simply the dot product (W.X) of the single row matrices W and X. The
neuron has a bias b, which is summed with the weighted inputs to form the
net input n. This sum, n, is the argument of the transfer function f [16]. An
abstract model of an artificial neuron is illustrated in Figure 1.



Y(j) = F1>_wii()wi(j) + b (3)

i=1
The learning process can be summarised in the following steps:

1. The initial weights are randomly assigned.

2. The neuron is activated by applying inputs vector and desired output
(Vo).

3. The actual output (Y') is calculated at iteration j=1 as illustrated in
Equation 3, where iteration j refers to the j* training example pre-
sented to the neuron.

4. This step is to update the weights to obtain an output consistent with
the training examples, this update can be done according to Equation
4.

wi(j + 1) = wii(f) + Awi(5) (4)

where Aw,;(j) is the weight correction at iteration j. The weight
correction is computed by using the delta rule in Equation 5.

Awi(7) = a.xi(j).e(d) (5)

where « is the learning rate and e(j) is the error which can be given
by the following equation.

e(j) = Ya(j) =Y () (6)

5. Finally, the iteration j is increased by one, and the previous two steps
are repeated until the convergence is reached.

3. PET Scanner methodology and characteristics

PET imaging is a diagnostic imaging modality used to map the distri-
bution of a positron emitting radio-pharmaceutical agents within human
body. These agents are predominantly created using a cyclotron and are
radioactive equivalents of biologically active molecules. A commonly used



radio-pharmaceutical agent is Fluor-Deoxy-Glucose (FDG) which contains
I8F. This isotope undergoes radioactive decay by emitting a positron (posi-
tively charged electron et) and a neutrino v [4, 3].

E‘X —>§_1 X +e+w (7)

The emitted positron travels around 1mm in tissue in a random manner
before annihilating with an electron. This annihilation produces two y-rays
with energies of 511keV. These y-rays travel in opposite directions at an
angle of approximately 180° to one another [3].

efte — vty (8)

The two 7-rays are detected by the detection system in the scanner, which is
an entire ring of scintillation crystals surround the patient. A schematic of a
PET head scanner showing annihilation coincidences is illustrated in Figure
2 [4].

Volume imaging can be introduced into PET by stacking a series of de-
tector rings alongside one another. Each ring typically consists of multiple
scintillation crystal detectors stacked into blocks with associated photomulti-
plier tube configurations for reading out the location of pulses of light created
by the interaction of 511keV photons emitted from the patient that have in-
teracted in the crystal detectors. In 2-D acquisition mode retractable septa
are positioned between each ring enabling volume acquisition with collima-
tion of signal, whereas in 3-D mode these septa are retracted. Image planes
can be formed between two crystals in the same ring (direct planes), and
also from crystals in adjacent rings (cross planes). For a system with n rings,
there are n direct planes and n — 1 cross planes, making a total of 2n — 1
image planes as illustrated in Figure 3. The n x n three dimensional volume
can be obtained when the septa are removed, the sensitivity of a 3-D acqui-
sition can be ten times higher than that of the corresponding 2-D acquisition
due to the absence of the septa [3].

Both 2-D and 3-D acquisition modes lead to the creation of 3D data vol-
umes following image reconstruction techniques. In 2D imaging, a relatively
uniform response across the detectors occurs, and many signals are rejected,
especially from scattered events which degrade image quality. 3D imaging
mode greatly increases the sensitivity of the PET scanner (typically bigger
than 5 times) compared to 2D imaging with the acquisition of oblique events.
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Figure 2: PET imaging detection system. (a) Transaxial view. (b) Anterior view shows
how radio-nuclides in a particular cross-sectional plane will be detected by the rings of
detectors [4].

The detector response in 3D is not uniform but it is more peaked. For ade-
quate sampling, this requires more bed positions to be scanned for the same
body sections. In 2D acquisition mode, patients may be scanned in five or
six bed positions as they pass through the PET scanner, but in 3D mode,
seven or eight beds position might be required. However, with 3D mode the
PET system must be able to cope with the additional scattered radiation
that degrades image quality. In addition the scanner must be able to cope
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Figure 3: Different data acquisition modes in 2-D acquisition and 3-D PET acquisition [3].

with the extra signals being emitted from the patient. So, dead time (time
required to process information) must be managed properly to avoid paral-
ysis of the system. Furthermore the increase in the received signal will also
contribute to a form of noise called randoms, which substantially increases
as more signals are detected by the system.

Following physical acquisition of data with 2-D or 3-D acquisition modes,
image reconstruction techniques are employed to visualise the original ra-
dioisotope distribution within the patient’s body using projections of data
acquired from the scanner detectors at different angles. A statistical im-
age reconstruction technique called ordered subset expectation maximisation
(OSEM) is used. In OSEM, a crude image estimate is initially generated and
the corresponding estimated projection data is calculated, and then com-
pared with the real measured projection data. Then, the image estimate is
updated based on the ratio or difference between measured and estimated
projections. This process is repeated for a number of iterations until satisfac-
tory convergence of the algorithm is established. This technique is relatively
fast as it splits the estimated and measured projections into subsets and



updates the estimated image before the next subset commences. A full it-
eration has taken place if all subsets have been considered. Both 2-D and
3-D acquisition modes result in the reconstruction of 3D volumes of data for
visualisation and quantitative analysis.

Some large volumetric errors encountered using the acquisition systems
exist due to the choice of systems variables, such as the slice thickness selected
for the scan. The slice thickness can cause large fluctuations in accurately
viewing and measuring transaxial tumour areas that can change the shape
between image slices. This problematic characteristic occurs notably with
small anatomical objects, such as the lesion in its early stages or the smallest
spherical insert in NEMA TEC body phantom, where single voxel reallocation
causes a large deviation in percentage error.

One of this study’s objectives is to attempt to define standards of using
the PET scanner variables in the area of medical imaging. NEMA TEC body
phantom has been used experimentally in this study. This phantom consists
of an elliptical cavity housing six spherical inserts suspended by plastic rods
of volumes 0.5, 1.2, 2.6, 5.6, 11.5, and 26.5 ml. The inner diameters of these
spheres are: 10, 13, 17, 22, 28 and 37 mm. The PET attenuation corrected
reconstructed image volume consists of 128 x 128 x 47 voxels, each voxel
has dimensions of 4.6875 mm x 4.6875 mm x 3.27 mm corresponding to a
volume of 0.0718 ml. The deployed NEMA TEC body phantom is illustrated
in Figure 4 [22].

Figure 4: NEMA TEC body phantom containing six spheres [22].



The phantom was imaged in a clinical GE DST PET-CT scanner us-
ing different variables associated with mode of data acquisition, image re-
construction and acquisition time. Based on the utilised parameters, the
generated volumes using the developed ANN software have been analysed
and compared with the reference volumes acquired under standard clinical
imaging conditions for the scanner.

In PET-CT scanning a ”whole body”, namely from orbit of the eyes to
mid thigh, scan is acquired with fixed PET detectors as the patient moves
through the scanner. In our system the PET detectors correspond to a bed
position of about 16 cm transaxially, and a series of bed positions allow the
entire body to be scanned. Each static bed position is scanned for a fixed
time; the default is 4 minutes per bed position.

A standard clinical 2D imaging protocol with a 4min scan time per bed
position is routinely used by the scanning centre providing the data here,
with OSEM reconstruction utilising two iterations and 30 subsets. In 3D
scanning, with no collimator, the OSEM reconstruction arbitrarily employs
five iterations and 32 subsets as routine, with a 4min scan per bed acquisi-
tion. The other objective of this study is to investigate the efficiency of the
proposed approach for segmenting lesions of different sizes (represented by
spheres in the NEMA TEC body phantom), in a clinically realistic setting
of relative activity levels and lesion diameters. The influence of the sphere
size is investigated in both 2D and 3D, with OSEM reconstruction of varying
iterations for a fixed 4min, 3min and 2min scan time/bed. This clinically
realistic study was expected to optimise the capability of the developed pro-
posed system for future clinical lesion detection with lesions of varying size
and under different clinical environments.

4. The Proposed Approach

There are different parameters that should be investigated to build the
proper approach based on ANN, such as the training approach, how many
hidden layers should be used, and how many hidden neuron in each layer
should be utilised. Beside that there are some other aspects should be con-
sidered during the primary experiment such as over-learning, over-fitting, or
sometimes not having sufficient training examples. As the network with less
weights may not be sufficiently powerful to model the underlying problem.
For instance, a network with no hidden layers actually models a simple linear
problem. However, a larger complex network will almost invariably achieve
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Figure 5: Activation functions: (a) Tangent-sigmoid function, (b) Linear function [21].

a lower error eventually, but this may indicate over-fitting rather than good
modeling. Therefore a test subset data has been deployed to check the net-
work progress. The number of hidden neuron has been also controlled to
prevent network over-learning, where the error stops dropping, or indeed
starts to rise. On the other hand if the error keeps high and not drops to the
required level, this indicates insufficient network design. To add more con-
fidence in the performance of the achieved model, a validation subset data
has been deployed, where the final model has been evaluated with this set
to ensure that the results on the testing and training set are real, and not
artifacts of the training process.

[terative experiments have been conducted 10 times with each network
configuration, and the best architecture has been retained. There are dif-
ferent activation functions have been investigated such as, hard limit, sym-
metrical hard limit, linear, saturating linear, symmetric saturating linear,
log-sigmoid, and hyperbolic tangent sigmoid function [15, 16, 21]. Based
on the initial investigation hyperbolic tangent sigmoid transfer function has
been used for all layers except the output layer. Hyperbolic tangent sigmoid
can be defined using Equation 9, and it is illustrated in Figure 5 (a). While
the linear activation function has been selected for output layer, as linear
transfer is sufficient for the classification purpose of different voxels into a
distinct class. The deployed linear function is shown in Figure 5 (b).

er —e "
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The other parameter investigated in this primary experiment is the best
number of hidden neurons. This number in fact depends on the number of
inputs and outputs neurons, the number of training cases, the amount of

noise in the related targets, the complexity of the classification, the type of
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activation function, and the training approach. In general too few hidden
units leads to high training error and high generalisation error due to under-
fitting. However too many hidden units generate low training error but
might associated with high generalisation error due to over-fitting. There
are different rules implemented in the literature to obtain the best hidden
neuron number. The first one states that this number should be between the
input neurons number N;, and the output neurons number N,,;, this method
has been applied to the proposed PET application, however bad performance
has been achieved. The second rule indicates that the hidden neuron number
N}, can be calculated using the following formula.

o 2% (Nin + Nout)
B 3

Based on this equation high training error has been achieved, therefore it has
not led to the best number of hidden neuron for the proposed application.
Others stated that just double the number of the inputs is enough as a
hidden neurons number [16, 23, 24], also this method has not generated
the proper number for the hidden neurons. Therefore doing the primary
experiment is essential to obtain the optimal hidden neurons for the proposed
PET volume analysis. In this experimental study multilayer FEFNN consists
of input layer, hidden layer (variant number of hidden neurons), and outputs
layer has been chosen to determine the best number of hidden neurons. A
window of size 3 x 3 has been utilised in the neural network input, as this
window considers the area of the neighbouring voxels, so the effect of the
whole neighbouring voxels is considered. While utilising an input with one
voxel has not given much information about the processed voxel. The outputs
layer has one neuron. To evaluate the effect of the number of neurons in
the hidden layer and achieve the best ANN performance for the proposed
application, different numbers of neurons in the hidden layer have been used.
The maximum number of iterations used in the neural network training is
1000. This number has been chosen based on the fact that the network can
reach the steady state for all the training cases by using an iteration number
equal to or less than 1000. The experiment has been repeated 10 times for
each chosen number of the hidden neurons, and the average was considered
for that number. Hyperbolic tangent sigmoid transfer function has been used
for all layers except the output layer where the linear activation function
is used. Levenberg-Marquardt backpropagation training algorithm [25] has
been used during the evaluation of neurons numbers in the hidden layer to

Ny
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Figure 6: Evaluation of the number of neurons in the hidden layer with neural network
performance using MSE.

validate the best design for the ANN, which is suitable for the proposed PET
application. Figure 6 presents the number of neurons in the hidden layer with
the performance measured using mean squared error (MSE) based on 1000
iterations. The results obtained after this evaluation shows that the best
number of the hidden neurons which corresponds to the smallest MSE, and
good network outputs is 70 hidden neurons. Using two hidden layers has not
add any significant performance value for the proposed application, it has
just complicated the network architecture, and consumed more processing
time. Therefore one hidden layer has been used in the proposed network
design.

Using the achieved neural network structure, different training algorithms
have been evaluated to achieve the best neural network performance. In
this evaluation sufficient training cases and 1000 epochs of iterations have
been considered. The proposed experiment has been repeated 10 times for
each deployed training algorithm. The best outputs associated with the
best performance was achieved using Levenberg-Marquardt backpropagation
training algorithm.
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5. The Results

5.1. Ezperimental Phantom Study

This study has utilised 55 PET acquired NEMA TEC volume datasets
with a clinical GE DST PET-CT scanner, where each individual dataset
consists of 47 slices. Some of these volume datasets have 2D acquisition, with
the collimator in place, while other datasets have 3D acquisition without the
collimator in place. Datasets were acquired at different times such as 2, 3 and
4 min. All the PET data is attenuation corrected (AC), except one dataset
has non-attenuated PET data (PET NAC) used for a reference by clinicians
in cases were attenuation may have introduced artefacts.

Figure 7 shows NEMA phantom slice acquired using 2D mode versus 3D
mode for 2min, 3min and 4min acquisition time respectively. Changing the
acquisition time as well as the acquisition mode have affected and altered the
accuracy of the developed approach.

5.2. Results and Discussion

The experiment was evaluated based on the ratio between the spheres area
(as ROI) to the other areas of the scanned slice. The actual spheres area can
be calculated according to equation 11, given that the spheres diameters are
10, 13, 17, 22, 28, 37 mm.

1 2
S=7 > r?{a} = {10,13,17,22,28,37} (11)

re{a}

where S is the actual area of all the six spheres together. The overall slice area
and the ratio between both areas can be calculated according to equations
12 and 13 respectively; SBR is the spheres to background ratio.

A =128 x 128 x 4.6875 x 4.6875 = 360000mm> (12)

SBR =

S
1-3 x 100 = 0.7019% (13)
Table 1 illustrates SBR and absolute relative error (ARE) for different
datasets with different scanner variables. It can be seen that the SBR per-
centages vary based on the used scanner variables. The 3D scans produce
closer SBR percentages than 2D for all iterations except at iteration = 1. It
can be noticed that the region of interest evaluating the spheres decreases
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(b)

(d) (f)

Figure 7: NEMA phantom data using different acquisition modes and time (all at 15
iterations). (a, b, ¢) 2D acquisition at 2min, 3min and 4min respectively. (d, e, f) 3D
acquisition at 2min, 3min and 4min respectively.

as the iteration value increases for both 2D and 3D and for all bed section
scanning times. This result matches the expectation of the radiologists.

Table 2 shows the other datasets with different scanning time per bed
section which also tested with attenuation correction and without attenuation
correction. SBR and ARE of these datasets are also demonstrated in the
same table. It can be seen that 3D is still much better than the 2D scan, and
the quality is increased by increasing the time spent on each bed section in
the scanning process. A very small error of 0.27% has been achieved for the
dataset number 54 at 10 min bed section time. A big jump in the SBR can
be noticed from the scanned dataset without attenuation correction (number
55) with a huge ARE. This is expected as the scanned output is blurred and
very hard to analyse.
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The proposed approach has been used to analysed all the phantom datasets.
The best result has been achieved for the 3D datasets with iteration= 10,
such as dataset number 35. An ARE%=0.27 has been achieved for this
dataset. These results have been compared with the results achieved by us-
ing another classification approach based on kmeans and followed by thresh-
olding approach. The best ARE% using this approach was 3.33 which is 12
times bigger that the ARE% achieved by the proposed approach. The worst
ARE% was for dataset number 55 which has no attenuation correction. Fig-
ure 8 shows the ARE% results achieved for all the 55 datasets using the
proposed ANN approach and Kmeans. Figure 9.(a) presents original NEMA
slice containing six spheres (128 x 128) from dataset number 54, and Figure
9.(b) illustrates the segmented slice (128 x 128) based on the ANN, where
just the ROI is displayed.

270 == ARE % for Kmeans
260
250 4 == ARE % for ANN

ARE %
=
@
1<)

0 —
123456 7 8 910111213141516171819 2021222324 2526272829 30313233 34353637 3839404142434445464748495051 52535455
Phantom Datasets

Figure 8: ARE % for all phantom datasets using Kmeans and the proposed approach
based on ANN.

6. Conclusion

This study has come up with standards of using the PET scanner vari-
ables in the area of medical imaging. 55 experimental NEMA TEC phantom

16



Table 1: SBR for different datasets with different scanner parameters.

Dataset | 2D / 3D | Iteration | Subsets | Time / bed section | SBR (%) | ARE (%)
1 2D 1 30 2 min 0.46 34.46
2 2D 3 30 2 min 0.36 48.71
3 2D 10 30 2 min 0.24 65.80
4 2D 20 30 2 min 0.31 55.83
5 2D 25 30 2 min 0.26 62.95
6 2D 30 30 2 min 0.22 68.65
7 2D 1 30 3 min 0.56 20.21
8 2D 5 30 3 min 0.59 15.94
9 2D 7 30 3 min 0.58 17.36
10 2D 10 30 3 min 0.55 21.64
11 2D 15 30 3 min 0.52 25.91
12 2D 20 30 3 min 0.50 28.76
13 2D 25 30 3 min 0.49 30.18
14 2D 30 30 3 min 0.47 33.03
15 2D 1 30 4 min 0.52 25.91
16 2D 3 30 4 min 0.55 21.64
17 2D 5 30 4 min 0.54 23.06
18 2D 10 30 4 min 0.48 31.61
19 2D 15 30 4 min 0.42 40.16
20 2D 20 30 4 min 0.36 48.71
21 2D 25 30 4 min 0.34 51.56
22 2D 30 30 4 min 0.31 55.83
23 3D 1 32 2 min 1.10 56.71
24 3D 2 32 2 min 0.84 19.67
25 3D 3 32 2 min 0.76 8.27
26 3D 7 32 2 min 0.71 1.15
27 3D 10 32 2 min 0.70 0.27
28 3D 15 32 2 min 0.69 1.69
29 3D 25 32 2 min 0.67 4.54
30 3D 30 32 2 min 0.66 5.96
31 3D 1 32 3 min 1.02 45.31
32 3D 3 32 3 min 0.77 9.70
33 3D 5 32 3 min 0.75 6.85
34 3D 7 32 3 min 0.74 5.42
35 3D 10 32 3 min 0.70 0.27
36 3D 15 32 3 min 0.69 1.69
37 3D 20 32 3 min 0.68 3.12
38 3D 25 32 3 min 0.65 7.39
39 3D 30 32 3 min 0.64 8.81
40 3D 1 32 4 min 1.00 42.47
41 3D 3 32 4 min 0.82 16.82
42 3D 7 32 4 min 0.78 11.12
43 3D 10 32 4 min 0.70 0.27
44 3D 15 32 4 min 0.72 2.57
45 3D 20 32 4 min 0.66 5.96
46 3D 30 32 4 min 0.63 10.24

datasets with different acquisition parameters have been used. An artificial
neural network based approach has been proposed for 3D oncological PET
volume analysis. Experimental study has been carried out to achieve the
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Table 2: SBR and ARE for different datasets with different time / bed section and atten-

uation correction.

Dataset | 2D / 3D | Attenuation Correction | Time / bed section | SBR (%) | ARE (%)
47 2D Yes 2 min 0.46 34.46
48 2D Yes 3 min 0.58 17.36
49 2D Yes 4 min 0.56 20.21
50 2D Yes 10 min 0.62 11.66
51 3D Yes 2 min 0.72 2.57
52 3D Yes 3 min 0.75 6.85
53 3D Yes 4 min 0.73 4.00
54 3D Yes 10 min 0.70 0.27
55 2D No 4 min 2.93 317.43

(a) (b)

Figure 9: PET phantom dataset number 54. (a) Original NEMA slice containing six
spheres (128 x 128). (b) The segmented slice (128 x 128) based on the ANN.

optimal ANN architecture for the proposed PET application, including the
training approach type and the topology. The obtained results show that
the best topology is a 70 neurons single hidden layer. This study has also
investigated the efficiency of the proposed approach for segmenting lesions of
different sizes (represented by phantom spheres with different volumes), in a
clinically realistic setting of relative activity levels and lesion diameters. The
influence of the sphere size has been investigated in both 2D and 3D, with
OSEM reconstruction of varying iterations for a fixed 4min, 3min and 2min
scan time/bed. This clinically realistic study sets the standard for clinical
lesion detection of varying size and under different clinical environments. A
detailed objective assessment together with subjective evaluation supported
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by clinical knowledge were performed to characterise the performance of the
proposed approach. Promising results have been obtained and the system
appears to successfully classify and quantify lesions from clinical oncological
PET studies.
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