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 Reviewer’s comment Author’s comment (if agreed with reviewer, 

correct the manuscript and highlight that part in 

the manuscript. It is mandatory that authors 

should write his/her feedback here) 

Compulsory REVISION comments 

 

1. This is an in vitro study that tested one 

specific dialyzer.  Do you know of similar 

studies of other dialyzers that have similar 

data?  

2. It would be useful to have in vivo data on 

diffusivity, which may be different from in 

vitro results.  

3. Will the conductivity of dialysate have 

similar impact on molecular flux as electric 

potential? 

4. Can you comment on the impact of change in 

surface area of dialyzer? 

5. In high flux dialyzers, molecular flux is 

impacted not only by diffusion, but also by 

convection. The net impact on flux should 

consider both diffusion and convection. 

 

Minor REVISION comments Please correct grammar.  

Optional/General comments None  
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