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ABSTRACT  

Aims: The aim of the project is to detect and enumerate the presence of indicator organisms in 
drinking water sources of open defaecation free (ODF) village development committees (VDCs) 
of Kaski district; to compare distribution of Total coliform (TC) and Faecal count (FC) among 
various water sources. 
Study design:  Cross-sectional Study 
Place and Duration of Study: Department of Medical Laboratory Science, School of Health and 
Allied Sciences, Pokhara University, December 2013 to March, 2014. 
Methodology: The study was conducted to detect and enumerate indicator organisms in ODF 
VDCs of Kaski district, Nepal. 44 water samples were collected from reservoir / distribution tank, 
tap stand and spring. The bacteriological water quality was analyzed by using membrane filter 
method to detect the presence and its risk level of fecal contamination to human health in study 
area. The study mainly focuses on two part of the study; laboratory analysis for water samples 
and questionnaire survey. Total water samples collected were 44, out of which 32 were from tap, 
3 from reservoir tank and 9 from spring. Chlorine disinfection treatment was not done in any 
VDCs. 
Results: All the drinking water samples from Bharatpokhari and Kalika VDCs (100%) were found 
to be fecally contaminated and the number of total coliforms and fecal coliform per 100ml water 
were above WHO guidelines for drinking water. None of the water sources from both the VDCs 
wes potable for drinking. Mann-Whitney test was used to compare mean range between samples 
of two VDCs and mean rank of total coliforms of Bharatpokhari and Kalika VDC were found to be 
29.18 and 13.17 and that of Bharatpokhari and Kalika VDCs were found to be 29.80 and 12.89 
respectively. Tap water, reservoir/distribution tank and spring water were analyzed to detect 
indicator organisms  and  Kruskal Wallis test suggest no significant difference in fecal 
contamination level among various sources of water was found (p>0.05). The median 
concentration of fecal coliform of gravity water (spring) in Bharatpokhari was found to be 95 
CFU/100ml and that of Kalika is 40 CFU/100ml. E. coli was detected in every water samples of 
both the VDCs.  
Conclusion: The water bodies used for drinking purpose in Bharatpokhari and Kalika VDC are 
heavily contaminated with total and fecal coliform bacteria even though those VDCs have been 
declared ODF. The water bodies used for drinking purpose in Bharatpokhari is found to be more 
contaminated than Kalika VDC. The distribution of total coliforms and fecal coliforms are same 
across categories of source of sample. E. coli was isolated from every water sample under study.  
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1. INTRODUCTION  

Still one billion people do not have clean water, and 2.6 billion lack of basic sanitation [1, 2]. Nepal faces 
a plethora of problem regarding both its drinking water quality and availability [3] .Only 66% of population 
has an access to piped water, and others are dependent on locally available water sources such as 
spring, stream and tube well for drinking and household uses. Throughout Nepal, people are exposed to 
severe health threats resulting from faecal contamination of drinking water by sewage, agriculture and 
industry [4]. Owing to the impact of sewage, typhoid, dysentery, and cholera are endemic every summer 
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[5]. The diseases are transmitted particularly through human and animal excreta, especially faeces [6]. 
Kaski district was the first open defecation free district of Nepal declared in 18 July 2011 after 
construction of 18,035 households and 634 schools (Community 435 and Institutional 289) toilets with 
financial ODF campaign support from the government [7]. To prevent contamination of drinking water 
sources, appropriate treatment of contaminated sources, and monitoring to identify contamination as 
areas of emphasis in the quest to safeguard drinking water sources [8]. Bacterial indicator organisms 
used to assess the microbiological quality of water has been practiced for almost a century [9]. The 
primary objective for using indicator organisms and methods commonly related to their examination is to 
indicate the degree of water contaminated by faecal wastes [10]. Escherichia coli (E. coli) is considered 
indirect indicator of fecal contamination since it is widely distributed in the intestine as an essential 
intestinal flora that maintains the physiology of the healthy host and not usually found in other niches 
since, E. coli could be easily detected by its ability to ferment lactose and since other enteric bacteria like 
Citrobacter, Klebsiella and Enterobacter that can also ferment lactose and are similar to E. coli in 
phenotypic characteristics, so that they are not easily distinguished. [11, 12]  Public Health Service 
adopted the enumeration of coliforms as a more convenient standard of sanitary significance [13]. Total 
coliforms (TC) and Faecal coliforms (FC) are widely used to evaluate the quality of drinking water [14]. 
Fecal coliform is a subset of total coliforms that grows and ferments lactose at elevated incubation 
temperature (45.5°C), hence also referred to as thermotolerant coliforms [15]. Standard faecal coliform 
detection by membrane filtration procedure is considered best method of selection [16]. This method 
consists of filtering a water sample on a sterile filter with a 0.45-mm pore size which retains bacteria, 
incubating this filter on a selective medium and enumerating typical colonies on the filter. In this study we 
are detecting and enumerating total and fecal coliforms in water sources in order to know the particular 
status of drinking water and suggest local authorities make basic complacence of providing safe drinking 
water to community 

2. METHODOLOGY 

This study was designed to detect the presence of indicator organisms in drinking water of ODF VDCs of 
Kaski district. The study was a cross sectional study conducted in School of Health and Allied science, 
Pokhara University, Nepal from December 2013 to March 2014. The study encompassed of 44 drinking 
water samples: 25 from Bharatpokhari VDC and 19 from Kalika VDC. All water sources that are used for 
drinking water purposes; tap water, reservoir tank and spring were included while those water sources 
that are not used for drinking purposes were excluded for study. Each water sample was given a code 
number and the following information was collected; Name and Ward number of the VDC, location of 
water source, chlorinated or non-chlorinated, date and time of sample collection. The research was 
carried out accommodating all principles of Helsinki declaration and ethical clearance was given by the 
research board of the School of Health and Allied Sciences. 
Collection from taps and water reservoir tank: The external fittings from the tap were removed and 
allowed to run to waste for 1 minute. The tap was sterilized by igniting a piece of a cotton wool soaked in 
spirit and holding it with a pair of tongs close to the nozzle until the whole tap is unbearably hot to touch 
then tap is allowed to cool by running the water to waste for a few seconds. Sample bottle was filled from 
a gentle flow of water and the cap was replaced. Water proof marker was used to number the bottle with 
sample code number.  
Collection of sample from spring: The cap of the bottle was aseptically removed and dipped into the 
spring. When no more air bubbles rise to the surface, the bottle was raised out of the spring and cap was 
replaced. The bottle was then labeled.  
Transportation to laboratory:  Immediately after collection, samples were placed in an insulated cold 
box and then transported to microbiology laboratory. Water samples were processed within 6 hours.  
Procedure for membrane filtration: 20ml sample was diluted to 100ml distilled water, shaken for 25 
times and then delivered to filtration apparatus using graduated cylinder. Sterile filter was placed on 
filtration apparatus using sterile forceps. Vacuum was applied and afterwards, filtration apparatus was 
flame sterilized. Cylinder was rinsed twice with distilled water. Forceps were sterilized and filter paper was 
removed. Funnel was replaced on filtration apparatus. Filter paper was rolled onto media in petri dish. 
Inverted petri dish was then placed in incubator. 
Identification and Enumeration method: Indicator bacteria for presumptive identification and 
enumeration were cultured on selective media (m-Endo media and mFC agar media) after filtration of 
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sample volumes onto gridded membrane filters. Detailed confirmation, identification of E. coli was done 
by biochemical tests; the total coliform bacteria are defined as the organisms that produce red colonies 
with a golden-green metallic sheen within 24 ±2 hours when incubated at 35.0 ±0.5°C on m-Endo 
medium while fecal coliform bacteria are defined as the organisms that produce blue colonies in whole or 
part within 24 ±2 hours when incubated at 44.5±0.2°C on m-FC medium. 
Calculating and reporting fecal indicator bacteria densities: Density per 100 ml is calculated by 
dividing the colony count for the sample by the volume filtered, then multiplying by 100.  
Biochemical identification of E. coli: Specific characteristic were  oxidase negative, Indole positive,  
Methyl red positive and Voges-proskauer negative,  Catalase positive, H2S positive, Nitrate-reduction 
positive, β-galactosidase positive,  Phenylalanine deaminase negative and Malonate negative and also 
able to solubilize gelatin, unable to utilize citrate, hydrolyzed urea,  produced gas and acid in sucrose, 
glucose, lactose broths, produced acid in Mannitol broth while produced acid in litmus milk. 
Statistical analysis: All statistical analyses were performed using Statistical Package for Social Science 
(SPSS) version 21.0 (SPSS Inc., Chicago, IL, USA) and Microsoft excel 2007. The SPSS version 24 was 
used to carry out descriptive statistics. The results were expressed in the forms of pie-charts, bar 
diagrams, tables etc. 

3. RESULTS AND DISCUSSION 
Fig 1: Sample size taken from different wards of Bharatpokhari         Fig 2: Different type of water sources 
and Kalika VDCs            taken under study.  
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Fig 3: Median concentration of TC & FC on various 
wards of Bharatpokhari VDC 

Fig 4: Different water sources collected from 
BharatpokhariVDC. 

 
Fig 5: Median concentration of TC & FC in different 
sources of Bharatpokhari 

 
According to the data presented in figure, highest 
TC & FC median concentration were found in 
spring water source and lowest TC & FC median 
concentration were found in reservoir/distribution 
tank of Bharatpokhari VDC. 

 
 
Fig 6: Median concentration of TC & FC on 
different wards of Kalika VDC 
 

 
Fig 7: Different water samples based on source 
collected from Kalika VDC. 

 
Fig 8: Median concentration of TC & FC in different 
water sources of Kalika VDC 
 
 

 

The figure shows that there was highest median 
concentration of TC & FC in spring water and 
lowest median concentration in tank water in Kalika 
VDC. 
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Table 1: WHO Risk measurement and Bacteriological Risk Grade related to fecal coliform count in VDCs 

The table shows that of out of 25 total samples from Bharatpokhari VDC, 16/25 (64%) were found to be 
under high risk group and 9/25 (36%) were found to be under very high risk group. While out of 19 
samples from Kalika VDC, 2/19 (10.5%) were found to be under low risk group and 17/19 (89.5%) under 
high risk group. 

Table 2: WHO Risk measurement and Bacteriological Risk Grade related to fecal coliform count on water 
sources 

The table shows that out of 32 water samples collected from tap source, 1/32 (3%) was found to be under 
low risk,25/32 (78%) under high risk and 6/32 (19%) under high risk group. Out of 3 samples collected 
from reservoir tank, 1/3 (33.3%) was found to be under low risk, 1/3 (33.3%) under high risk and 1/3 
(33.3%) under very high risk group. Out of 9 samples collected from spring water source, 7/9 (77.7%) 
were found to be under high risk and 2/9 (22.3%) under very high group. 

Table 3: Mann-Whitney test comparing mean rank  of Bharatpokhari & Kalika VDC 

VDCs from where samples were collected N Mean rank P value 

Total coliform count Bharatpokhari 25 29.18 0.00 

Kalika 19 13.71 

Total 44  

Fecal coliform 
count 

Bharatpokhari 25 29.80 0.00 

Kalika 19 12.89 

Total 44  

The table shows that there is significant difference in TC & FC between two VDCs (p=0.00).The mean 
rank of TC & FC in Bharatpokhari VDC are 29.18 & 29.80.However,the mean rank of TC & FC in Kalika 
VDC are13.71 & 12.89. Those data show that the water quality of Kalika VDC is better than 
Bharatpokhari VDC. 

Table4: Kruskal Wallis test to compare TC & FC of various water sources under study.  

Indicator 
organism 

source  N  Mean rank  P value 

 
          TC 

Tap 31 20.48  
 

0.063 
Spring 9 31.39 

reservoir 4 18.13 

 
FC 

Tap 31 22.15  
 

0.65 
Spring 9 25.44 

Reservoir 4 18.63 

 
 The table shows that there is no any significant difference in TC & FC among various sources of water 
under study(p>0.05).The distribution of TC & FC among various water sources under study between 
Bharatpokhari & Kalika VDCs were similar. 

FC Count/ 
100ml 

Bacteriological Risk Grade 
( BRG ) 

Risk Grade Bharatpokhari 
VDC 

Kalika 
VDC 

Total 
samples(44) 

0 1 No Risk 0 0 0 

1-10 2 Low Risk 0 2 2 

11-100 3 High Risk 16 17 33 

101-1,000 4 Very High 
Risk 

9 0 9 

Bacteriological 
risk grade 

Risk group Fc \100ml Tap water Reservoir\tank Spring water Total 

1 No risk 0 0 0 0 0 

2 Low risk 1-10 1 1 0 2 

3 High risk 10-100 25 1 7 33 

4 Very high risk 100-1000 6 1 2 9 

TOTAL 32 3 9 44 
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Figure 9 : Biochemical detection of E.coli in each sample under study. 

E.coli

100%

0% 0%0%

 
The pie chart shows that E.coli was detected in every water(100%) sample under study. 

Over the past ten years effective efforts have been made to detect and enumerate target organisms in 
clinical and environmental samples rapidly and with sensitivity. [17] Total coliforms and fecal coliforms are 
being used as indicator organisms for drinking water contamination. Within the coliforms family fecal 
coliform is of the prime interest and reliable indicator for fecal contamination rather than total coliform [18], 
because its presence indicates recent fecal contamination with the possibility of enteric pathogens [19]. 
Assessment of water quality depends on detection of indicators in water samples [20]. All the drinking 
water samples from Bharatpokhari and Kalika VDCs (100%) (Figure 1,2) were found to be fecally 
contaminated which was a comparable result to previous studies concluded by Rai SK et al [21]. The 
study done by Shakya S et al in WDR of Nepal revealed water supplied in rural drinking water schemes 
do not meet the WHO drinking water standard and maximum  population was under high risk of fecal 
contamination [22]. Most of research indicated analogous pattern of contamination; water samples were 
positive for TC and E. coli. Rai SK et al (2009) in Sankhuwasabha and Rasuwa district [23], Karen Harpp 
et al [ 24] and Andrea N.C. Wolfe (2000) in Kathmandu valley [25]. Contamination of all the drinking water 
sources of study VDCs were probably due to human or animal excreta. The factors responsible for 
contaminating drinking water at source points in Nepal included the lack of protection and proper 
treatment of water, leakage in pipe distribution system [26]. Due to leakage of pipes, biofilm formation in 
the distribution system, intermittent water supply, and human activities biological contamination is likely to 
occur [27, 28, and 29]. In our present study too, all samples from both VDCs were fecally contaminated 
and the number of total coliforms and fecal coliform per 100ml water (Figure 3, 6) were above WHO 
guidelines for drinking water (Figure 4,7). None of the water sources from both the VDCs were potable for 
drinking (Figure 5, 8) (Table 1, 2). Mann-Whitney test was used to compare mean range between 
samples of two VDCs. The mean rank of total coliforms of Bharatpokhari and Kalika VDC were found to 
be 29.18 and 13.17 respectively. This is supported by mean rank of fecal coliforms. The mean rank of 
fecal coliforms of Bharatpokhari and Kalika VDCs were found to be 29.80 and 12.89 respectively (Table 
3). Thus, comparatively, water samples from Kalika VDC were found better than Bharatpokhari VDC. In 
our study, tap water, reservoir/distribution tank and spring water were analyzed to detect indicator 
organisms  and  Kruskal Wallis test suggest no significant difference in fecal contamination level among 
various sources of water was found (p>0.05) (Table 4).   The median concentration of fecal coliform of 
gravity water (spring) in Bharatpokhari was found to be 95 CFU/100ml and that of Kalika is 40 CFU/100ml 
less than that of Pandey B and Shakya S (2009) [30], In our research, E. coli was detected in every water 
samples of both the VDCs (Figure 9). Studies have been reported that E. coli is the only coliform which is 
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mostly associated with a fecal source [31, 32]. It was also reported that the other thermo-tolerant coliform 
and total coliform were also capable of growth in non-polluted water. This supplements a 
recommendation for E. coli to be used as the prime indicator bacteria for recent fecal contamination [33]. 
E. coli is typically sensitive to environmental stress. 
 

4. CONCLUSION 
 
Chlorine disinfection treatment was not done in both Bharatpokhari and Kalika VDC. The water bodies 
used for drinking purpose in Bharatpokhari and Kalika VDC are heavily contaminated with total and fecal 
coliform bacteria even though those VDCs have been declared ODF. The water bodies used for drinking 
purpose in Bharatpokhari VDC was found to be more contaminated than Kalika VDC. The distribution of 
total coliforms and fecal coliforms are same across categories of source of sample. E. coli was isolated 
from every water sample under study. The factors responsible for contaminating drinking water sources 
include the lack of protection and proper treatment of water, leakage in pipe distribution system, 
intermittent supply of water, poor drainage system and poor environment surroundings of water source. 

4. LIMITATIONS 
 
Only two ODF VDCs were taken under study. Sample size was small. Sampling period was short 
because of time limit. More fruitful result would have been obtained if sampling was done throughout the 
year including all the seasons.  

5. RECOMMENDATION 

Keeping in view the quality of drinking water of area under study following recommendations have been 
made: 

• The drinking water of area under study should be boiled before drinking it. 

• Government should fulfill its basic complacence of providing safe drinking water to community. 

• The regular chlorine disinfection treatment of drinking water should be ensured. 

• The quality of drinking water should be checked in light of drinking water guideline established by 
WHO and Nepal. 

• The source of drinking water should be protected from un-necessary human and animal access. 

• The general cleanliness and hygiene of water main storage reservoirs should be maintained. 

• Sewage water should be treated and disinfected before disposing it. 

 
CONSENT  
 
The research is carried out accommodating all principles of Helsinki declaration and ethical clearance 
was given by the research board of the School of Health and Allied Sciences. 

 
REFERENCES 
 
1. Water Aid, 2006/2007, Annual Report 2006/07, London, UK: Water Aid. URL: 

wateraid.org/documents/plugin_ documents/annual_report.iii.pdf.  
2. UN-Water, 2008, Tackling a Global Crisis: UN International Year of Sanitation, New York: Division for 

Sustainable Development, Department of Economic and Social Affairs, UN-Water.  
3. Warner N.R., Levy J , Harpp K and Farruggia F, Drinking water quality in Nepal’s Kathmandu Valley: 

A survey and assessment of selected controlling site characteristics, Hydrogeology 
Journal.2008;16:321-334  

4. ENPHO (Environment and Public Health Organization), 2001, Drinking Water Quality and Sanitation 
Situation in the UNICEF’s project area: Kavre, Parsa and Chitwan, Nepal, Kathmandu: ENPHO  

5. Khadka M.S. The groundwater quality situation in alluvial aquifers of the Kathmandu Valley, Nepal, 
AGSO Journal of Australian Geology and Geophysics.1993; 14:207-211.  

UNDER PEER REVIEW



 

6. WHO (World Health Organization) and UNICEF (United Nations Childern’s Fund), 2004, Meeting the 
MDG drinking water and sanitation target: A midterm assessment of progress, Geneva and New 
York: WHO and UNICEF. URL: who.int/water sanitation health/monitoring/jmp04.pdf  

7. http://www.unicef.org/nepal/5474_7140.htm  
8. DiPaola T.S. Biological and Chemical Renovation of Wastewater with a Soil Infiltrator Low-Pressure 

Distribution System. Virginia Tech University Press, Virginia; 1998.  
9. IAWPRC, Bacteriophages as model viruses in water quality control .International association for 

water pollution research and control study group on Health Related Water Microbiology. Water 
Research 25(1991), 529-545.  

10. WOK Grabow(1996).Waterborne diseases: update on water quality assessment and control. Water 
SA22(2) 193-202.  

11. Conway P.L. 1995. Microbial ecology of the human large intestine. In: G.R. Gibson and G.T. 
Macfarlane, eds. p.1-24. Human colonic bacteria: role in nutrition, physiology, and pathology. CRC 
Press, Boca Raton, FL  

12. Neill M.A, Tarr P.I, Taylor D.N, and Trofa A.F. Escherichia coli. In Foodborne Disease Handbook, Hui 
Y.H, Gorham J.R, Murell K.D and Cliver D.O. eds. Marcel Decker, Inc. New York. pp.1994; 169-213  

13. Caplenas N.R. and Kanarek M.S. Thermotolerant non-fecal source Klebsiella  pneumoniae: validity of 
the fecal coliform test in recreational waters. Am. J. Public Health. 1984;74:1273-1275  

14. South Asian Bureau of Standards(SABS)(1984)South African Standard Specification for water for 
domestic supplies .SABS methods 241-380  

15. American Public Health Association, American Water Works Association, and Water Pollution Control 
Federation. 1971. Standard methods for the examination of water and wastewater. American Public 
Health Association, Inc., 13th ed., New York, 875 p. 

16. Standard methods. Standard Methods for the examination of water and waste water (20th Ed
n
) (Eds. 

Eaton AD, Clesceri LS, Greenerg AE). American Public Health Association Washington DC. (1998 
17. Cengi G., Bartolomia, A. De. Caldiri G. Comparasion of flouogenicand conventional membrane filter 

media for the enumeration of coliform bacteria. Micrbios. 1993; 76: 47-54.  
18. Stevens M., Ashbolt N., Cunliffe D. Recommendation to change the colifrom as microbial indicators of 

drinking water quality. Australia Government National Health andMed. Res. Coun. ISBN 1864961651. 
2003.  

19. Jay J.M. Modren food microbiology 5th edition Van Nostrand Reinhold. New Yark.1996;Pp-661.  
20. Baudart J., Coallier J., Laurant P. and Prevost M. Rapid and sensitive Enumeration of viable Diluted 

Cells of members of Family Enterobacteriaceae in freshwater and drinking water Appl.Envirn. 
Microbiol. 2002; 68: 5057-5063  

21. Rai SK, Ono K,Yanagida J, Ishiyama S, Kurokawa M and Rai CK. A large-scale study of bacterial 
contamination of drinking water and its public health impact in Nepal, Nepal Med Coll J 2012; 14(3): 
234-240  

22. Shakya S, Shrestha MN and Shakya SK, Bacteriological Risk Analysis of Rural Water Supply 
Schemes in Western Development Region of Nepal  

23. Rai SK, Ono K, Yanagida J et al, Status of drinking water contamination in Mountain Region, 
Nepal(2009)  

24. Warner NR, Levy J, Harpp K et al. Drinking water quality in Nepal’s Kathmandu Valley: a survey and 
assessment of selected controlling site characteristics(2007)  

25. Andrea N.C, Microbial contamination in the Kathmandu valley drinking water supply and Bagmati 
river(2000) 

26. Working Group of Water Quality of the Subcommittee on Water Quality, Interdepartmental Committee 
on Water. 1972. Guidelines for water quality objectives and standards, a preliminary report. 
Department of the Environment, Ottawa, Canada, Inland Water Branch, Technical Bulletin 67, p. 14-
25.  

27. Tahir M.A. and Bhatti M.A. Survey of Drinking Water Quality in the Rural Areas ofRawalpindi District. 
Pakistan Council of Research in Water Resources, Islamabad (Internal Report). 1994.  

28. Sajjad M. and Rahim S. Chemical Quality of Ground Water of Rawalpindi/Islamabad, Proceedings of 
the 24th WEDC Conference: Sanitation and Water for All. Islamabad, Pakistan. 1998.  

29. Chandio B. A. Groundwater Pollution by Nitrogenous Fertilizers: A UNESCO Case Study. 
Proceedings: Water Resources Achievements and, Issues in 20th Century and Challenges for Next 
Millennium, June 28-30, 1999. Pak. Cou. of Res. in Water Resources, Islamabad, Pakistan. 1999.  

UNDER PEER REVIEW



 

30. Pandey B and Shakya S. Rural Drinking Water Quality Status in Central Development Region, Nepal: 
A Comparative Study of Spring water and Ground water(2011,July)   

31. Bej A.K., Ng W.Y., Morgan S., Jones D. and Mahbubani M.H. Detection of viable Vibrio cholerae by 
reverse-transcription polymerase chain reaction (RT-PCR). Mole. Biotechnol. 1996; 5, 1-10.  

32. Petit M., George I. and Servais P. Removal of indicator bacteria, human enteric viruses, 
Glucoronidase activity measurements and characterization of cellular states’, Can. J. Microbiol.2001; 
46: 679-684.  

33. Baudizsova D. Evaluation of Escherichia coli as the main indicator of faecal Pollution. Wat. Sci. 
Tech.1997; 35, 333-336. 

 

UNDER PEER REVIEW


