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Journal Name:

Ophthalmology Research: An International Journal
Manuscript Number: 2015 _0R_17702
Title of the Manuscript:

Fashioned 25G Cannula for Injection of Heavy Liquid during 23G Vitrectomy for Primary Simple
Rhegmatogenous Retinal Detachment

Type of the Article
Original Research Article

PART 2:
FINAL EVALUATOR’S comments on revised paper (if any) Authors’ response to final evaluator’s comments
The fashioned 25 G cannula modified is not a good option to injection I didn’t find any resistance during injection of heavy liquid by this unbent cannula. Even
heavy liquid. though, there was some residual bending. The evidence is that I didn’t have to change to a
There are many economic and designed cannulas for that purpose soft tipped extrusion cannula in all cases. If I use a soft tipped cannula, I would have had to
For remove it soft tip cannula with active aspiration is a good OptiOI’.l remove the rubber tip to turn it into an injection cannula. While, I have the 25G healon

cannula in the operating theatre remaining after use in cataract procedures.
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